Electrochemical generation of arsenic volatile species using a gold/mercury amalgam cathode. Determination of arsenic by atomic absorption spectrometry  by Caiminagua, Andrea et al.
Analytical Chemistry Research 3 (2015) 82–88Contents lists available at ScienceDirect
Analytical Chemistry Research
journal homepage: www.elsevier .com/locate /ancrElectrochemical generation of arsenic volatile species using
a gold/mercury amalgam cathode. Determination of arsenic
by atomic absorption spectrometryhttp://dx.doi.org/10.1016/j.ancr.2015.02.001
2214-1812/ 2015 Published by Elsevier B.V.
This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
⇑ Corresponding author. Tel.: +58 212 9063979; fax: +58 212 9063961.
E-mail address: lfernandez@usb.ve (L. Fernández).Andrea Caiminagua a, Lenys Fernández b,⇑, Hugo Romero a, Byron Lapo a, José Alvarado b
aUniversidad Técnica de Machala, Facultad de Ciencias Químicas y de la Salud, Apartado 070151, Machala, Ecuador
bUniversidad Simón Bolívar, Departamento de Química, Apartado 89000, Caracas 1080-A, Venezuela
a r t i c l e i n f o a b s t r a c tKeywords:
Electrochemical arsenic hydride generation
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Arsine
Tap water samplesThe electrochemical generation of arsenic volatile species (arsine) using an Au/Hg amalgam cathode in a
0.5 M H2SO4 solution, is described. Results were compared with those obtained with other cathodes com-
monly used for generation of arsine. The effects of the electrolytic conditions and interferent ions have
been studied. Results show that the Au/Hg cathode has better tolerance to interference and higher
repeatability than cathodes made out of platinum (Pt), gold (Au), reticulated glassy carbon (RGC), lead
(Pb). Under optimized conditions, a 0.027 lg L1 (3r) detection limit for As(III) in aqueous solutions
and a 2.4% relative standard deviation for a 0.1 lg L1 As(III) were obtained. The accuracy of the method
was veriﬁed by determination of As in a certiﬁed reference material. The proposed method was applied to
the determination of As in spiked tap water samples.
 2015 Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND license (http://
creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
Inorganic arsenic compounds are generally more toxic than the
corresponding organic species [1]. Arsenic intoxication symptoms
are noticeable some 30–60 min after exposition [2]. Extensive
and intensive exposition could be lethal. Additionally the Interna-
tional Agency for Cancer Research, IACR, has identiﬁed arsenic and
its derivatives as possible cancer producing compounds. According
to the Environmental Protection Agency maximum allowed arsenic
concentration in drinking water must be below 50 lg L1. Whereas
the World Health Organization (WHO) limits it to 10 lg L1 [3,4].
In air, As concentration varies between 0.4 and 30 ng m3 [5,6], it
has been estimated that 30–85% of these arsenic amounts are
absorbed by the general public via respiratory inhalation [7,8].
Thus, development of a methodology for determination of As in
water, air and biological samples such as blood and urine, at very
low concentration levels, with sufﬁcient accuracy and precision,
is an important task.
Vapor generation (VG) coupled to atomic absorption spec-
trometry (AAS) could be the core of the right methodology for
determination of As in different types of samples in which the ele-
ment is present at very minute amounts [9–11]. Its main advan-
tages include the possibility of separation of the analyte from itsmatrix with the inherent minimization of matrix interferences
and the possibility of analyte pre-concentration, leading to
increased measurement capacity. This instrumental combination,
VG and AAS, should allow for enough accuracy and precision of
the results obtained even at the low levels of concentration in
which As is encountered in some samples of interest. Chemical
generation (CHG) of arsenic hydride, i.e., arsine (AsH3) generation,
is the most popular way of vapor generation of this element for
analytical purposes. However, this approach implies the use of
solutions of reductant reagents which are contaminant, perishable
and expensive. Electrochemical hydride generation (EcHG) has
been proposed as an alternative to the chemical way. EcHG con-
sists of reduction of the element in a cathode surface in an elec-
trolytic cell followed by reaction of the metallic element with
hydrogen generated in the cell or present in the reaction media
[12]. EcHG produces hydrides as efﬁciently and reproducibly as
CHG but in a cleaner, less expensive and better controlled way.
EcHG has been used for arsenic determination via formation of
AsH3 as a means for sample introduction into atomic absorption
or atomic ﬂuorescence spectrometers, inductively coupled or
microwave induced plasmas [11]. Although we were not able to
ﬁnd conclusive evidence on the mechanism of electrochemical for-
mation of arsine, to date there is general agreement on the forma-
tion of this hydride according to the following steps [13–17].
Firstly, water molecules and arsenic species are electrochemically
reduced to produce atomic hydrogen and metallic arsenic,
Table 1
Initial operating conditions for arsine electrochemical generation.
Parameter
Cathodic materials RGC, Pb, Au, Pt, and Au/Hg
Cathode surface area (cm2) 3
Anode material Pt (wire in the shape of a spiral)
Electrolytic current (A) 0.6–0.8
Supporting electrolyte (M) H2SO4 0.5 M
Argon ﬂow rate (mL min1) 50
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metallic arsenic to form a covalent hydride according to reaction
(1).
AsþH2Oþ e ! AsHþ OH ð1Þ
Thirdly, the covalent hydride reacts with water according to
AsHþH2Oþ e ! AsH2 þ OH ð2Þ
Fourthly, two hydride molecules react as follows:
AsHþ AsH ! AsH2 þ As ð3Þ
Fifthly, arsine is generated by disproportionation between AsH
and AsH2 according to
AsH2 þ AsH ! AsH3 þ As ð4Þ
According to the cathode material there are two general classi-
ﬁcations; those with high hydrogen absorption power and low
hydrogen over-voltage and those with low hydrogen absorption
power and high hydrogen over-voltage [18]. Materials with low
hydrogen over-voltage are useful because of their tolerance to
interferences but at the cost of low efﬁciency in hydride formation.
High hydrogen over-voltage cathode materials are more prone to
interferences but are more efﬁcient and more versatile in regards
to hydride formation. Unfortunately, some of these cathodes pre-
sent low mechanical stability and therefore must be periodically
replaced [19]. The search for a convenient cathode material for
EcHG with high hydrogen over-voltage, acceptable freedom from
interference and sufﬁcient mechanical stability, is still on. Electro-
chemical arsine generation is well documented in the literature
[21–36]. The present work proposes a methodology for electro-
chemical arsine generation using a mechanically stable gold cath-
ode whose hydrogen over-voltage is increased by means of
mercury amalgamation. The effectiveness of the methodology
has been demonstrated by determination of As in a standard refer-




Working As(III) aqueous solutions were prepared by dilution
of standard commercial 1.000 mg L1 As(III) solutions using
distilled/deionised water, 18 MO resistivity, with the appropriate
concentration of H2SO4 (0.5 M). To evaluate the possible interfer-
ence effect of Sb(III), Se(IV), Co(III), Cu(II), Fe(III), Ni(II), solutions
of these metals were prepared by dilution of standard commercial
1.000 mg L1 solutions of each metal. These solutions were added
to the analyte working solutions. Solutions of digested marine
sediment reference material PACS-2 (National Research Council
of Canada), with a certiﬁed As concentration of 26.2 ± 1.5 mg/kg
and a spiked tap water sample were used for accuracy checking.
Argon, 99.99% was used as purging gas. All chemical reagents were
of analytical grade unless otherwise speciﬁed.
2.2. Instrumentation
To study the electrochemistry characteristics of the cathode
materials a PAR 273-A potentiostat, was used. A power supply
Extech model 382202, constant current–constant voltage power
supply unit, operated in the constant current mode was used as a
generator of current during the electrochemical reaction. A Shi-
madzu AA-6300 (P/N 206-51800) spectrometer equipped with a
ﬂame heated T-type quartz tube atomizer (14 cm length and1.5 cm inner diameter) was used for the atomic absorption mea-
surements. Arsenic and mercury hollow cathode lamps (Hamamat-
su L2433) operated at 10 mA and at the 193.7 nm (As) and
253.7 nm (Hg) wavelength was used as a radiation source.
2.3. Electrochemical hydride generation
The electrochemical generation cell has been described in detail
in our previous publications [20,21]. It consists of a compartment
which houses a tubular chamber made out of glass (5.5 cm3) where
the electrochemical reaction is held, a cathode (Au, Pt, Pb, RGC or
Au/Hg) and a spiral platinum anode which completely surrounds
the cathode. This particular design permits easy exchange of the
cathode material, reducing the time required for replacement or
cleaning. The cell possesses two glass channels, one for sample
injection, and another one, perpendicular to the sample injection
channel, which carries a ﬂow of argon to transport the gaseous spe-
cies produced by the electrochemical reaction, towards a gas–
liquid separator and from there to the quartz atomization cell for
measurements. The main goals aimed at during design of the cell
were compactness, easy of assembly and improved sensitivity of
the measurements with respect to pneumatic nebulisation. The
use of low amounts of reagents and samples was also an important
criterion considered during the design of the cell. These require-
ments were better fulﬁlled by a cell operating in the batch mode
than by a cell operating in the continuous ﬂow mode. The cell
was connected to the atomic spectrometer, then a solution con-
taining a known concentration of As, was injected to the tubular
glass chamber and the gas ﬂow rate was started at a value
previously set. Application of a constant electrolytic current (gal-
vanostatic electrolysis) generated the gaseous products of interest
which were then introduced into the heated quartz atomization
cell by virtue of a ﬂow of argon, via a gas–liquid separator, to sub-
sequently detect the arsenic content. Initial operating conditions
for EcHG of As are summarized in Table 1.
For the Au/Hg amalgamation process, the Au wire electrode was
cleaned with concentrated HNO3 and placed in contact with pure
mercury for 12 h. Times longer than 12 h were also used, but no
signiﬁcant effects were observed.
2.4. Determination of hydrogen evolution potential
An electrochemical cell with the usual three electrode arrange-
ment consisting of the working electrode under study, a platinum
coil as counter electrode and saturated calomel (ECS) reference
electrode, were used to check by cyclic voltammetry the hydrogen
evolution potential of the pure Au and the Au/Hg cathodes.
2.5. Sample preparation
Samples of interest were a marine sediment Standard Reference
Material and an As spiked tap water solution. For analysis of the
reference material a 0.4634 ± 0.0001 g sample was treated with
3 mL of a mixture of HNO3:HF:HClO4 (3:3:1) and heated in a micro-
wave oven during 20 min at 90% of the total power, 800 W. The
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This solution was diluted to 20 mL with a 0.05 M H2SO4 solution
having 10% (m/V) L-cysteine. The arsenic content of the sample
was determined comparing to an aqueous standards calibration
curve. We did not ﬁnd any important variation in the measure-
ments with L-cysteine and without L-cysteine. The data reported
in Section 3.2.5 were obtained without L-cysteine.3. Results and discussion
3.1. Preliminary observations
Cathodes with high hydrogen over-voltage can be used to
reduce a wide range of hydride forming elements. The hydride for-
mation efﬁciency of these cathodes is high comparing to the low
hydrogen overvoltage ones. However, the high hydrogen over-
voltage cathodes are less tolerant to interferences than the low
over-voltage ones. Additionally, easily reduced metals, which
could be present in the sample along with the analyte, have ten-
dency to deposit as metallic elements on the surface of the high
hydrogen overvoltage cathodes [22]. This in turn contributes to
altering the cathode’s surface and its hydrogen over-voltage reduc-
ing its efﬁciency as hydride forming electrode. This type of interfer-
ence is not important for cathodes of low hydrogen over-voltage
because of the narrow range of metals they can reduce in view of
their low over-voltage. This is why low hydrogen over-voltage
cathodes are useful in generation of the hydrides of some selected,
easily reduced, elements. Furthermore, their hydride generation
efﬁciency is usually around 50% compared to the high over-voltage
cathodes. Fig. 1 shows cyclic voltammograms (CVs) of a 0.5 M HCl
solution using Au and Au/Hg cathodes, at a scan rate of 20 mV/s. As
can be seen, an increase in current from 0.30 V at the Au cathode
(a) and an increase in current from 0.40 V at the Au/Hg (b)
cathode are concomitant with the over-voltage rise to cathodic
hydrogen formation. The Au/Hg cathode has higher hydrogen
over-voltage than the Au alone cathode, indicating that the modiﬁ-
cation of the Au electrode surface by amalgamation with Hg should
provide a very convenient way for As hydride electrochemical gen-
eration. After electrochemical generation of the volatile species
using the Au/Hg cathode, the intensity of the atomic absorption
signals of As and Hg was evaluated. Evaluations of the background
corrected absorbance signals for solutions having 1.0 mg L1 As
and 1.0 mol L1 H2SO4, using a heated quartz T cell and the same
cell at room temperature show that the detection of As by measur-
ing its atomic absorption signal at room temperature is not possi-
ble. Absorbance signals under this condition are practicallyFig. 1. Cyclic voltammetry of HCl 0.5 M solution at: (a) Au, (b) Au/Hg electrode.indistinguishable from the base line. While As absorbance signals
are easily observed if the quartz T cell is heated. This clearly
showed that the gaseous species generated in the electrolytic cell
consists of As in a molecular form, most probably the arsine spe-
cies, which have to be dissociated by heating in order to produce
atomic absorption signals. On the other hand, generation of mer-
cury volatile species that could come from the amalgam, which if
formed, could interfere with the generation and or detection of
arsine, was not evident using the quartz T the cell at room
temperature or the heated cell. Having this information which con-
ﬁrms that arsine was being electrochemically produced, it was
decided to optimize the conditions for best electrochemical gen-
eration of arsine and continue the evaluation of the Au/Hg cathode
by comparison with other commonly used electrodes.
3.2. Optimization of experimental conditions for electrochemical
generation of arsine
3.2.1. Cathodic material
Pt, Au, RGC, Pb and Au/Hg amalgam were evaluated as cathodic
materials for electrochemical arsine generation from solutions
having 0.1 mg L1 As(III). Fig. 2, shows the As absorbance signal
during electrochemical generation of arsine as a function of elec-
trolytic current for the cathode material under study. At Pt and
pure Au cathodes (Fig. 2a and b, respectively) a slight increase in
the absorbance signal from practically 0 to 0.01 absorbance units
can be observed when the electrolytic current increases from 0.1
to 0.3 A. The signal then decreases at higher current values
approaching 0 at 1.2 A. Decreasing of the absorbance at high cur-
rent could be caused by the tendency of Pt and Au cathodes to gen-
erate hydrogen at low over-potentials and particularly the capacity
of the Pt to absorb ‘‘H’’ by permeation into the cathode surface. This
could mean that the active sites on the cathode surface are not
operationally optimal for the electrochemical generation of arsine.
Using the Pb cathode (Fig. 2c), the absorbance increases between
0.1 and 0.3 A, and then continually decreases up to 1.0 A. In this
particular case generation of PbH4 as a competitor to arsine gen-
eration [21], could explain the reduction in absorbance. It is inter-
esting to notice that the absorbance signal does not disappear even
at 1.2 A. At the reticulate RGC cathode (Fig. 2d), the absorbance
increases from 0.1 to 0.6 A until it reaches a value close to 0.08
absorbance units and then decreases slowly but never reaches zero
in the ﬁgure. Now, using the Au/Hg cathode, the observed absor-
bance increases gradually with current, attaining a maximum val-
ue circa 0.088 absorbance units at 0.8 A and continues increasing
as current gets higher. No tendency to decrease is observed atFig. 2. Effect of cathode material on the signal generated from a 0.1 mg L1 As
solution. 0.5 M H2SO4, ﬂow rate 50 mL/min, electrolytic current 0.8 A. (a) Pt (b) Au
(c) Pb (d) RGC.
Fig. 3. Effect of H2SO4 concentration, on the analytical signal generated from a
0.1 mg L1 As solution. Electrolytic current 0.8 A, ﬂow rate 50 mL/min. At Au/Hg
electrode.
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absorbance signal tends to level as current increases. Comparison
of the performance of the ﬁve cathodes according to Fig. 2 shows
that Au/Hg, RGC and Pb cathodes deﬁnitely showmuch higher sen-
sitivity than cathodes made out of Pt and pure Au cathodes. Even at
very low current settings those three electrodes show absorbance
values around 0.03 and 0.04 units. The mercury amalgam cathode
outperforms the other ones. This behavior indicates that the Au/Hg
cathode provides sensitive response, possesses high enough hydro-
gen over-voltage to reduce As and is not noticeably affected by
deposition on its surface of reduced metals other than the analyte.
According to these ﬁndings further experiments were carried out
using the Au/Hg cathode.3.2.2. Electrolyte
Solutions of nitric, hydrochloric, phosphoric and sulfuric acids
are normally used as electrolytes for EcHG. In this work a solution
of H2SO4 was used as electrolyte based on the following consid-
erations. HNO3 act as cathodic depolarizer and suppresses hydro-
gen formation thus reducing As volatile species formation [20].
The oxidizing character of NO3 ions and/or reduced nitrogen oxide
species such as NO2 or NO(g) (due to NO3 ions reduction on the
cathode surface), could hinder the efﬁciency of As volatile speciesFig. 4. Interference of various ions on the determinatigeneration this way reducing its absorbance signal [23]. HCl could
be an interferent because its dissociation produces chlorine [24],
and H3PO4 is too weak an acid and its solutions present low con-
ductivity [25]. So, the effect of H2SO4 concentration on the arsenic
absorbance signal intensity was examined. It can be seen in Fig. 3,
that the absorbance signal intensity of the volatile species generat-
ed from a 0.1 mg L1 As(III) solution increases with increasing acid-
ity of the electrolyte and reaches its maximum value at 0.5 mol L1
H2SO4. The 0.5 mol L1 H2SO4 solution was therefore selected as
the best supporting electrolyte solution in this work.3.2.3. Interferences
Transition metal ions and other hydride-forming elements are
known to interfere with the generation and release of volatile As
species [26–29]. Fig. 4, shows the inﬂuence of Cu(II), Co(II), Cr(III),
Fe(III), Se(IV), Sb(III) on AsH3 electrochemical formation using dif-
ferent cathodes. The results are expressed as As absorbance inten-
sity with and without presence of interfering ions in the solution.
Using the Pb, RGC and Au/Hg cathodes the addition of the
hydride-forming elements Se(III) and Sb(III) did not affect the As
signal whereas using the Au cathode the As signal was decreased
by 70–80%. The effects of the transition ions on the yield of AsH3
EcHG depend on the cathode material: the results indicated that
Cu(II), Co(III), Cr(III) and Fe(III) were serious interferents when
using a Pb cathode. Concentrations around 1 lg L1 of each of them
lead to a decrease of the analyte absorbance signal around 54%. In
addition, the Pb cathode needs pre-treatment prior to operation
every working day after four analysis. Its stability in the acidic
electrolyte is not satisfactory. Arsenic absorbance signal intensity
decreases gradually as the cathode is being used. A 90% decrease
could be expected by the end of a working day. Using the RGC cath-
ode the As signal decreased by around 31% after 8 h work (three
analysis). At cell currents around 0.8 A, and slightly above makes
the electrode surface to rapidly become highly irregular, porous
and brittle making it compulsory to use a new cathode. This type
of behavior was not noticed using the pure Au cathode but the
As absorbance signals were way lower than 50%, than in the other
electrodes. It is clear that the pure gold electrode satisﬁes the
mechanical stability requisite but fails in regards to sensitivity.
This drawback which is due to its low hydrogen over-voltage
according to literature reports [30], could be overcome by amalga-
mation of the pure gold electrode with mercury so to be able to
increase its hydrogen over-potential. The Au/Hg cathode should
then have good mechanical stability and good enough sensitivity.
This was ascertained by determination of arsenic in an aqueous
solution containing 1 lg mL1 of the transition ions previouslyon of As generated from a 0.1 mg L1 As solution.
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nals was calculated as compared to an interfering-free solution.
The Au/Hg cathode showed higher sensitivity comparing to the
other electrodes (Fig. 2), and a good repeatability for As determina-
tion. Successive measurements during 5 days using the same
Au/Hg amalgam electrode showed practically no change in response.
The same electrode was soaked in water, dried and used to obtain
ten more consecutive measurements (twelve analysis every day).
These were similar in value to the previous ones. This experiment
shows the good standing of the electrode against passivation. A
possible explanation of the excellent behavior of the Au/Hg cath-
ode for arsine generation is that Hg increases the hydrogen over-
voltage of the Au surface. This leads to more efﬁcient generation
of nascent hydrogen which then reacts with deposited As to form
arsine [31,32]. [As:Interfering ion] ratios were studied using the
Au/Hg cathode to appreciate the extent of the interference Fe(III),
Co(III), Cr(III) and of Cu(II). Suppression of the As signals larger
than 30% was observed in the presence of [As(III)]:[Cr(III)] ratio
1:100 and 44.70% for 1:1000 ratio. In the presence of Fe(III) the
As signal decreased 22.18% for 1:100 ratio and 35.59% for 1:1000
ratio. A similar behavior was observed for Cu(II) with the difference
that signal suppression was around 27–31%, and the Co(II) which
caused around 33% and 37% decrease in the As signal for [As:Inter-
fering ion] ratios of 1:100 and 1:1000, respectively. These ﬁnding
indicates that As determinations in samples with high content of
theses metals, using this methodology requires, a pre-treatment
step to separate these interfering ions. However, tolerance toFig. 5. Calibration curve for As atomic absorption of electroche
Table 2
Analytical ﬁgures of merit for electrochemical arsenic hydride gen
Reference Cathode Catholyte
This work Au/Hg 0.5 mol L1 H2SO
[24] Pb 0.4 mol L1 H2SO
[33] Zn 0.1 mol L1 NaO
[34] Soft graphite felt H2SO4
[26] Graphite 0.1 mol L1 H2SO
[35] Graphite 0.5 mol L1 HCl
[22] Graphite 0.5 mol L1 HCl
[36] Zn and Pb 0.6 mol L1 PbS
[31] Graphite and Ti 1.0 mol L1 H2SO
Lead alloy
[23] W 0.5 mol L1 H2SOinterfering high concentrations at Au/Hg cathode, is still greater
than at cathodes traditionally used in EcHG. On the other hand,
the good standing of the electrode against passivation was
remained for twelve analysis every day.3.2.4. Analytical ﬁgures of merit
A calibration graph in the As concentration interval between 0.1
and 50 lg L1 As was constructed under optimized instrumental
conditions (Fig. 5). The sensitivity of the method, determined from
the slope of the calibration graph, was 0.0046 absorbance lg L1.
The calculated detection limit based on the variability of a blank
solution (3r criterion) for ten measurements was 0.027 lg L1.
The reproducibility (% RSD) for ten replicate measurements for a
0.1 lg L1 As solution was 2.4%. Comparison of these results with
those reported by some other authors (Table 2), indicates that
the linear range, detection limit and sensitivity obtained in this
work using the Au/Hg cathode are amongst the best yet reported.3.2.5. Effect of the As oxidation state
Under optimized conditions, standard solutions of As(III) and
As(V) were measured separately at an electrolytic current of
0.6 A (data not showed). Calibration graphs in concentration inter-
vals between 0.1–50 lg L1 for As(III) and 0.5–20 lg L1 for As(V)
were constructed. No signiﬁcant difference was found in the for-
mation of arsine from As(III) or As(V) at the Au/Hg cathode, so
the quantiﬁcation of total As becomes possible using this electrodemically generated As volatile species. At Au/Hg electrode.
eration.
LOD (lg L1) Dynamic range (lg L1)
4 0.027 0.1–50












Recovery studies of As in spiked tap water samples.
Sample As added (lg L1) As found (lg L1) Recovery (%)
Tap water 10 9.76 97.60
Tap water 20 19.24 96.20
Tap water 30 29.40 98.00
n = 10.
A. Caiminagua et al. / Analytical Chemistry Research 3 (2015) 82–88 87no matter what arsenic species is present in solution. To the extent
of our knowledge this ﬁndings have not been published yet.3.2.6. Accuracy of the method
The accuracy of the method was evaluated after analysis of a
marine sediment reference material (PACS-2 from the National
Research Council of Canada), with a certiﬁed As concentration of
26.2 ± 1.5 mg/kg. The average result obtained for As was
24.9 ± 1.1 mg/kg for ﬁve replicate determination, which indicates
an accuracy of 95.04%. Additionally, the method was successfully
applied to determination of As in spiked tap water samples. In both
instances, analysis of the SRM and analysis of the spiked solutions,
quantiﬁcation was achieved comparing against simple aqueous
standard calibration curves. Results showed recoveries from
96.20% to 98.00% As (Table 3) and were in agreement with the
values obtained using a ﬂow injection on-line hydride generation
system coupled to an atomic absorption spectrometer with
ﬂame-heated quartz atomizer (FI HG AAS).4. Conclusions
A methodology for determination of arsenic by atomic absorp-
tion spectroscopy using a Au/Hg amalgam cathode for electro-
chemical generation of arsenic hydride as a means of sample
introduction into a heated quartz cell, was developed. The Au/Hg
cathode is an excellent choice for electrochemical generation of
arsine due to its resistance to strong acidic media, its tolerance
to interferences and its high sensitivity. Mercury amalgamation
on the gold electrode allows for working at considerably high
hydrogen over-voltage and minimizes deposition of reduced met-
als, other than the element of interest, on the electrode surface.
Because of the high sensitivity of the measurements using the
amalgamated cathode, the samples used for accuracy check were
analyzed without need for a pre-separation step as could be
required when using other less sensitive cathodes. The Au/Hg cath-
ode is reliable and sturdy and therefore can be used during long
periods of time without performance deterioration. Arsine gen-
eration can be accomplished either from the As(III) or As(V) species
with no difference in sensitivity or accuracy.Conﬂict of interest
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